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Introduction

Different methods have been developed for the analysis of ethanolic matrices using ICP techniques. An application field is the determination of the metal content in spirit beverages. The sources of metals in beverages can be very different including raw materials (soil, water, grape…), growing practices (fertilization, pesticide use in phytosanitary treatments), production procedure, storage and adulteration. 1 Elemental composition provides relevant information on the quality of alcohol containing beverages, their origin and preservation. 1,2,3,4,5,6,7 The development of new analysis methods to determine metals and metalloids in bioethanol is being recently developed due to the expanded use of biofuels. 8,9,10,[START_REF]ASTM International, ASTM D4806-16a, Standard Specification for Denatured Fuel Ethanol for Blending with Gasolines for Use as Automotive Spark-Ignition Engine Fuel[END_REF][START_REF]ABNT -Associação Brasileira de Normas Técnicas, ABNT NBR 11331-Ethyl alcohol -Determination of iron and copper concentrations -Atomic absorption spectrophotometry method[END_REF] The determination of metals and metalloids in this kind of samples has several difficulties: (i) the metal content is usually low (i.e., sub-ppb levels); (ii) reference materials are not commercially available; and, (iii) bioethanol samples may contain up to 300 different organic compounds together with water at the percentage level, hence leading to potential matrix effects. 8,9,[START_REF] Sánchez | [END_REF] Several techniques and methodologies have been successfully used to carry out the quantification of metals in the so-called ethanol fuel (i.e., an ethanolgasoline blend). 8 However, a limited number of studies have been focused on the determination of metals in pure bioethanol. 8,9,[START_REF] Sánchez | [END_REF]14 Various analytical techniques have been proposed to determine metals in ethanol matrices.

Unfortunately, ICP techniques suffer from non-spectral interferences caused by the ethanolic matrices that degrade the accuracy of the determinations.

Recently, the use of the high temperature torch integrated sample introduction system (hTISIS) has been reported as a possibility to remove the matrix effects caused by volatility effect and more specifically by ethanol. Thus, by setting the hTISIS temperature at 400 ⁰C, ICP-OES sensitivities for water and ethanol did not differ significantly. [START_REF] Sánchez | [END_REF] Under these circumstances, the analyte transport efficiency was close to 100% regardless of the matrix considered [START_REF] Sánchez | [END_REF] and ICP-MS nonspectral interferences caused by a 50% ethanol concentration were removed. 15 Besides heating the spray chamber, it was necessary to modify the torchinterface alignment in order to fully remove the matrix effects. 15 These results suggest that the spatial distribution should be fully characterized in order to understand the role of ethanol in terms of the ions migration within the plasma. Thus, interferences produced by ethanol and other organic matrices in ICP-MS could be better understood, hence opening a possible way to overcome them.

In the past 25 years, the spatial distribution of the analytes in the plasma has been deeply characterized in ICP-MS. 16 This is a very important point precluding the sensitivity of the analytes, the signal of doubly-charged ions, oxides and the background ions. 16 It has been noticed that the radial profiles, which can provide valuable insight into the dominating ionization mechanism and the extent of the analytes diffusion in the plasma, show a centered plasma axis bell-shaped profile. 16,17,18 Besides, the ion spatial distribution along the z axis, which provides information about the energy and the time necessary to generate ions, depends on the operating conditions. Thus, for instance, it has been observed that increasing the nebulization flow rate leads to an increase in the optimal sampling depth caused by the shortening in residence time of the analytes inside the plasma. 19,20,21 These observations were confirmed by several studies revealing the effect of the pre-evaporation by means the use of a desolvation system in which the optimal sampling depth was shifted to lower values. 18,22,23 All the studies related with axial and radial plasma profiling revealed that, depending on the plasma operation conditions, the mass of the measured isotope could 26,24 or could not 20,25,26 affect the ionic plasma profiles. Thus Dziewatkoski et al. Erreur ! Signet non défini. observed an inverse square root dependence of the diffusion degree with the analyte mass.

Additionally, Aghaei et al. 27 carried out a computational simulation which reported that, by enlarging the injector inner diameter, the gas flow exhibited more backward motion inside the torch, which was undesirable for sample transfer to the mass spectrometer. It was also reported that, under a specific set of operating conditions, the higher the injector diameter the lower the speed of the tertiary aerosol and, hence, the higher the residence time of the analytes inside the plasma.

Besides operating conditions, the sample matrix may have a direct effect on the degree of the diffusion of analyte ions inside the plasma. These phenomena could exacerbate the matrix effects and should be taken into account in order to increase the accuracy of the determinations. So far, some studies have been carried out in this sense for inorganic matrices such as easily ionized elements. 28 However, to the best of the authors knowledge, there are not previous attempts to characterize the spatial behaviour of analyte and background ions in the plasma as a function of the ethanol content.

Another influential parameter in ICP-MS signals is the ion transmission energy. This parameter, defined as the ability of collecting and transmitting the maximum fraction of ions from the plasma to the mass spectrometer, depends on the diameter of the sampler and skimmer and the extraction lenses potentials. 27,29,30,31 The aim of the present work was thus to evaluate the ion cloud distribution by means of axial and radial spatial profiling for different aqueous solutions containing variable concentrations of ethanol. The hTISIS, [START_REF] Sánchez | [END_REF]15,32 was employed to evaluate the matrix effects exclusively caused by differences in the ion cloud distribution inside the plasma. In order to further complete the understanding of the phenomena, the impact of the extraction lenses voltage and the injector inner diameter were systematically studied. The final goal of the present work was thus to test the combination of hTISIS-ICP-MS with the main results of the ion cloud distribution studies, as a rapid and direct way for performing accurate multielemental determination in ethanol matrix samples: alcohol containing beverages and bioethanol.

Experimental

Standards. Aqueous standards containing from 0 to 50% of ethanol were prepared using ultrapure water (R < 18.2 MΩ) obtained with a Millipore water purification system (El Paso, TX, USA) and analytical grade ethanol 96% (Panreac, Barcelona, Spain). All these synthetic standards were spiked with 500 ng mL -1 of the analytes present in the multielemental Merck IV ICP standard (Merck, Darmstadt, Germany) and Cerium (Merck, Darmstadt, Germany). A series of blanks containing the same percentage of ethanol and water were prepared. All the blanks and standards were filtered with a 0.45 µm Nylon filter pore size (Filabet, Barcelona, Spain).

A series of aqueous standards containing 25% of ethanol and concentrations from 1 to 500 ppb of the elements gathered in Table 1 were used to perform the analysis of real samples.

Samples. Twenty bioethanol, wines and spirit beverages real samples with different ethanol concentrations, ranging from 10% to 50%, were analyzed. Six bioethanol samples (diluted 1:1 with ultrapure water), three whisky samples, three gyn samples, two vodka samples, two white wines, two red wines, one rum sample and one apple liquor sample.

Instrumentation. An Agilent Technologies 7700x ICP-MS spectrometer (Santa Clara, California, USA) equipped with a high matrix introduction system (HMI) and a collision cell with He as a collision gas was employed to take the ionic intensities of the analytes shown in Table 1. The main operating conditions are also gathered in Table 1.

The introduction system was a glass pneumatic concentric nebulizer, TR-50-C0.5 (Meinhard Glass Products, Santa Ana, USA) and a hTISIS system equipped with a 9 cm 3 single-pass spray chamber. Strictly speaking the nebulizer chosen was not considered as a 'micro nebulizer', nevertheless it was able to provide satisfactory analytical figures of merit when liquid flow rates on the order of tens of microliters per minute were selected. The solutions were delivered in continuous sample aspiration mode to the nebulizer by means of a peristaltic pump Perimax 16 antiplus, (Spetec GmbH, Erding, Germany) and a 0. 

Results and discussion

ICP-MS analytical ionic intensity

Effect of the extraction lens applied voltage. The ICP-MS Agilent 7700x spectrometer was equipped with an interface consisting of two cones (sampling cone and skimmer cone) and four different lenses (extraction-omega lens assembly). The first and second extraction lenses, so-called extract 1 and extract 2 respectively, are used to focus the ions stream after the supersonic expansion. The extract 1 can be modified from -200 to 10 V. In aqueous applications, this lens is commonly set at 0 V to prevent surface contamination and provide the instrument with better long-time stability. The extract 2 can be modified from -250 to 10V and it is commonly set at between -200 and -100V.

This lens is responsible for accelerating the ion cloud after the supersonic expansion.

After these lenses, the ions stream passes through the omega lens and omega bias, which separate the ions positively charged from negative and neutral species to prevent their entrance into the octopole.

Figure 1 shows the results obtained for the 25% ethanol solution. It was experimentally verified that the ion transmission efficiency depended primarily on the voltage applied to the extraction lens 1. Therefore, this variable was systematically evaluated in terms of analytical sensitivity and its effect depended strongly on the injector used (Figure 1.a). Thus, when a 2.5 mm inner diameter injector was used, the sensitivity peaked at 5V for all the matrices. This trend was observed regardless the chamber temperature. In contrast, for the 1.0 mm id injector, changes in the extract 1 lens voltage affected much less the sensitivity. This was likely due to an increased ions kinetic energy and, hence, it was not necessary to apply a high voltage to achieve a high ions transmission efficiency. Meanwhile, the use of the 1.5 mm id injector presented an intermediate situation. In this case, plain water solutions (data not shown)

appeared to be more affected by this variable in terms of ionic signal, especially at high hTISIS heating temperature.

Obviously, the injector inner diameter played a critical role from the point of view of sensitivity and variables effect. Comparatively speaking, sensitivity was much lower for the 1.0 mm id injector than for the remaining ones (Figure 1.a). This result was attributed to the shortening in the plasma residence time caused by the increase in the aerosol velocity as the injector diameter decreased. The sensitivity was maximum for the 1.5 mm id injector that apparently represented a compromise situation between ions kinetic energy (sampling efficiency) and aerosol velocity (plasma residence time).

The former point dictated the ion formation efficiency whereas the second one did the ion sampling efficiency. 1.

Summarizing, the optimum extract lens voltage in terms of sensitivity was roughly +5V for the 2.5 mm id diameter injector and from 0 to -5V for the two remaining studied cases. Apparently, the use of narrower injectors led to a decrease in the optimum extract voltage in agreement with the increase in the ion kinetic energy.

An alternative study was performed in order to verify the effect of the extract 2 lens voltage in terms of both sensitivity and ethanol matrix effects. Clearly, the effect of this variable was much lower than that for the extract lens 1 voltage. The torch equipped with the 1.0 mm injector showed a smooth maximum in sensitivity between -200 V and -150 V. This maximum was moved to more negative values for the 1.5 mm id injector whereas the sensitivity for 2.5 mm decreased as the extract 2 increased. It was also remarkable that matrix effects were not removed by merely modifying the extract 2 lens applied voltage (data not shown).

Effect of the spray chamber temperature. The influence of the chamber temperature on the axial signal profiles was studied systematically for the three different injectors.

Figure 2 shows the results obtained using 1.0 mm id injector, which provided the most significant differences. Two matrices were tested and four hTISIS temperatures were evaluated: 20 (Room Temperature), 100, 200 and 300 ⁰C. In general terms, it may be stated that optimum sensitivity was higher when heating the chamber than at room temperature. The obvious reason was that the analyte mass delivered to the plasma became higher at the highest evaluated temperature.

Additional observations were made from Figures 1 and2: (i) it was verified that an increase in the hTISIS temperature did not cause significant modifications in the curves obtained when varied the extract lens voltage for all-three injectors evaluated (Figure 1); (ii) an increase in the chamber temperature led to a shift in the maximum of the curves upstream the plasma. This effect was injector dependent being more significant when the 1 mm id injector tube was set (Figure 2.a and Figure 2.c); (iii) somewhat wider radial signal profiles were obtained when the chamber temperature was increased up to 300 ⁰C (see Figure 2). This latter observation suggested that, as solvent was evaporated prior to its introduction into the plasma, ions were generated closer to the plasma base at high than at low chamber temperatures. Consequently, there was a higher likelihood for ions transversal diffusion when heating the chamber.

On this subject, it was figured out that water provided sharper and higher axial and radial profiles than ethanol solutions when the chamber temperature was set above 100 ⁰C. In addition, it was found that, at low sampling depth values, the signal for ethanol samples was higher than for plain water. A cross-over point was localized at 5-7 mm axial position above which, water provided higher ionic intensities than ethanol solutions. This might suggest that, on the one hand, ethanol promoted the analyte ionization at locations closer to the plasma base than in the case of water standards, and, on the other, in the case of ethanol solutions, analyte diffused transversally. In order to verify the latter point, radial profiles were obtained (Figure 2.b and Figure

2.d).

As expected, the profiles for ethanol:water mixtures were wider than those plotted in absence of this alcohol. According to our forecast, this effect became more significant as the chamber temperature went up, because a fraction of the energy required for the plasma to evaporate the solvent was supplied to the aerosol in the spray chamber. Effect of the plasma sampled zone. The plasma position with respect to the sampling cone of the ICP-MS interface was varied and the ionic intensity taken for two matrices (water and 50% EtOH) and the hTISIS at 300 ⁰C. Data were taken for the three injectors studied. Figure 3 shows the effect of the plasma horizontal (i.e., axial) and vertical position (i.e., radial) on sensitivity. The role of the injector tube was clearly evidenced from Figure 3.a, because the lower the id diameter, the higher the optimum axial position. This expected trend was due to a shift of the analyte ionization zone downstream the plasma as the aerosol residence time shortened (i.e., higher aerosol velocity for the 1 mm id injector than for the 2.5 mm one). It was noticed that the optimum sensitivity for the 2.5 mm id injector was higher than for the two additional torches tested, thus revealing the benefit of a long residence time.

When considered the plasma radial position (Figure 3.b), it was clearly observed that, for all the assayed situations, a maximum in signal was found at an area slightly off plasma axis regardless the injector id. Nevertheless, this variable played a significant role from the point of view of profile width. This was especially evidenced when compared the profiles obtained in the case of the 1 mm id injector against those found when the 2.5 mm id injector was studied.

Taking into consideration the sample composition, it is worth to mention that the width and the shape of the radial profiles were similar for both matrices when the 2.5

mm injector was adapted. The 1.5 mm injector, in turn, afforded results strongly dependent on the chamber temperature and ethanol content. Thus, at RT the profile for 50% ethanol reached a plateau from -0.5 mm to 1 mm. However, the profile for water showed a maximum between 0 mm and 0.5 mm. Additionally, the profile for 50% ethanol was wider than those for water and 25% ethanol (data not shown). As a consequence, the signal for 25% ethanol in the central channel of the plasma-interface was higher than the obtained for 50% ethanol. When the temperature increased up to 300 ⁰C, the plateau for ethanol was extended from -1.0 mm to 1 mm (Figure 3.b).

These facts could be related with the ionic dispersion in the plasma (spatial effects) as a function of the matrix.

Besides, the injector diameter plays an important role because the modification of this parameter causes changes in the aerosol velocity at the plasma base. This trend was evidenced for the 1.0 mm injector where the signal for ethanolic solutions reached a plateau when the hTISIS was heated at 300 ⁰C, whereas water showed a maximum at 0.2 mm. From -0.5 mm to 0.7 mm, water showed higher signals than ethanolic solutions (Figure 3.b).

It is noteworthy that the sensitivity improvement factor incorporated by the hTISIS at high temperatures as compared to RT decreased with the injector diameter. This may be directly related with the analyte residence time inside the plasma. Effect of the nebulizer gas, Qg, and HMI flow rates. The spectrometer used has the option of adding an argon stream at the exit of the spray chamber via a "tee" joint.

Thus the influence of the nebulizer gas flow rate on the ionic intensity was studied in two different ways: (i) increasing the nebulizer gas flow rate and keeping constant the HMI flow rate at 0.56 L min -1 ; and, (ii) keeping constant the central gas flow rate.

According to preliminary tests, 0.96 L min -1 corresponded to the optimum central gas flow rate in terms of sensitivity. Therefore, in the situation (ii), both the nebulizer and HMI gas flow rates were modified so as to keep their sum at 0.96 L min -1 .

Erreur ! Source du renvoi introuvable. shows representative axial profiles obtained for the 25% ethanol:water solution. The selected data correspond to the hTISIS operated at 300 ⁰C and 2.5 mm injector inner diameter. The obtained curves peaked at very different Qg values when the HMI flow rate was kept constant and the central one was increased. This fact moved upstream the optimum sampling depth as a longer analyte -plasma interaction was required to efficiently generate ions. In the case of 25% ethanol sample, by increasing Qg, two phenomena were produced: first primary aerosols became finer; and, second, the aerosol heating efficiency decreased as its residence time inside the hTISIS shortened. The last point may cause a decrease in the analyte transport efficiency and/or in the solvent evaporation degree. As a result, an increase in the optimum sampling depth would be expected. According to the obtained results, this effect appeared to be more significant for water than for a more volatile matrix containing 50% ethanol. Moreover, for water samples, this effect was exacerbated as the injector id went down. Nevertheless, when worked with ethanol solutions, the opposite trend was observed.

The data found when both Qg and the sheathing gas flow rate were varied to keep constant the central flow rate indicated that the normalized signal profiles were virtually the same regardless of the matrix and isotope considered.

Radial profiles were also obtained for all the matrices considered. The results indicated that for a 100% water standard, the profiles did not appreciably change when the total central gas flow rate was kept constant. Nonetheless, when the increase in Qg was not compensated for by lowering the HMI flow rate, the higher the Qg, the narrower the axial profile width, because the analyte radial diffusion was mitigated as the central flow rate grow. This was especially observed for the 1.5 and 1 mm id injectors. In the case of ethanol solutions, similar trends were found. However, quantitatively speaking, the change in signal radial profiles was much more significant than for water (Figures 1S(b) and (c)). Thus, for instance, in the case of the 1 mm id injector, the profile widths were around 1.5 mm and higher than 4.0 mm for the highest and lowest Qg assayed, respectively. As for water, Qg did not have any remarkable effect when the central gas flow rate was kept constant (i.e., the HMI lowered to compensate for the increase in Qg).

Finally, the profile width was compared for the matrices under study. Generally speaking, transversal profiles for water were narrower than those recorded when ethanol was present in the sample. Again, this assessment was more significant for the 1.5 and 1.0 mm id injectors. Importantly, these observations confirmed that when ethanol was present in the sample, transversal ions diffusion took place more significantly than for plain water standards. 

Matrix effects caused by ethanol

The interferences caused by ethanol were evaluated by calculating the relative intensity, Irel, defined according to:

𝐼 𝑟𝑒𝑙 = 𝐼𝑛𝑡𝑒𝑛𝑠𝑖𝑡𝑦 𝑠𝑜𝑙𝑢𝑡𝑖𝑜𝑛 "𝑖"
𝐼𝑛𝑡𝑒𝑛𝑠𝑖𝑡𝑦 𝑝𝑢𝑟𝑒 𝑤𝑎𝑡𝑒𝑟 (Eq. 1)

Equation 1 was useful in order to give information regarding the magnitude of the interference, because the closer the Irel value to 1 the less severe the interferences caused by ethanol are.

Effect of the extraction lens applied voltage. Extract 1 and extract 2 voltages play an

important role on matrix effects. When the 2.5 mm id diameter injector was used, signal provided in presence of ethanol was higher than that encountered for plain water. The Irel value ranged from 1.2 to 3.5 depending on the hTISIS temperature and the lens voltage selected. When considering the hTISIS operating at room temperature, the observed matrix effect was attributed to changes in the mass of analyte reaching the plasma as well as to plasma-based phenomena. However, when the chamber temperature was set at 300ᵒC, the aerosol transport-based interferences were removed and changes in sensitivity were entirely due to a modification in the analyte ionization yield and/or transmission. The obtained results were completely different when the 1 mm injector was set. Thus, when the hTISIS was operated at room temperature, Irel was close to 1.5 whereas at 300ᵒC, this parameter took values approaching to 0.5 (i.e., ionic signal was lower for ethanol than for water).

It should be noted that, under some of the assayed conditions, for the hTISIS operated at room temperature, matrix effects caused by ethanol were virtually eliminated. However, under these conditions, it was obvious that the mass of analyte reaching the plasma depends on the ethanol content. Therefore, these situations corresponded to a rather fictitious removal of matrix effects and they were not reliable. Furthermore, sensitivity was lower when the experiments were performed under these operating conditions.

Finally, it was verified that the hTISIS working at 300ᵒC heating temperature combined with the 2.5 mm id injector and extract voltages close to 5 V provided quite satisfactory results in terms of mitigation of matrix effects. Furthermore, the achieved sensitivity under these circumstances was rather acceptable. interferences to be strongly dependent on the plasma position with respect to the interface, although it would be possible to find a suitable plasma location to enhance the accuracy of the analytical determinations based on external calibration. Thus, for instance, using the 1.0 mm id injector and setting the sampling depth at 7.5 mm, the sensitivity was virtually the same irrespectively of the ethanol concentration considered. However, the sensitivity under the mentioned conditions was much lower than that obtained with the hTISIS at 300ᵒC, with the 2.5 mm id injector and moving the torch 1 mm down plasma axis. Similar comments could be made for the 1.5 mm id injector with the hTISIS operating at room temperature for a sampling depth below 7.5 mm.

Effect

Therefore, in order to overcome ethanol effects in ICP-MS with the current setup, the proposed injector id would be similar to that usually established for the analysis of aqueous solutions. This striking conclusion should be due to several reasons: (i) very low liquid flow rates are used; (ii) the sample introduction system evaporates the totality of the aerosol; and, (iii) the spectrometer contains a gas phase dilution accessory. 1.

Effect on background ions, oxide and doubly charged ions.

oxygen in ethanol (34.8%) was lower than in water (88.9%). However, the goal of this part of the work was to compare the trends in terms of plasma stability when using different injector diameters and hTISIS temperatures. Therefore, Erreur ! Source du renvoi introuvable. shows the behavior observed for the 25% ethanol standard. CeO + ratio remained below 1% from 20 mm to 10 mm axial position for both hTISIS temperatures, thus indicating that plasma thermal state was optimum and the use of the hTISIS was not causing any plasma thermal degradation. When the distance between the plasma and sampling cone tip was reduced, the oxide ratio increased exponentially, thus indicating that residence time of the ions in the plasma was not long enough to break the chemical bonds created between cerium and oxygen, giving an idea that plasma thermal properties were degraded. However, this increase took place at different axial positions depending on the injector inner diameter. For the 1.0 mm inner diameter torch and hTISIS at room temperature, the CeO + ratio increased for axial positions lower than 8 mm, reaching around 65% of CeO + for 3 mm axial position.

When using the 1.5 mm torch, the CeO + significantly increased when axial position was set below 5.0 mm, reaching up to 25% for 3 mm axial position. However, the torch equipped with a 2.5 mm injector with hTISIS operating at room temperature, provided a stable value of oxide ratio for the studied range. These observations agreed with the different kinetic energies of the ions in the plasma depending on the injector inner diameter. Narrower injectors provided an aerosol with higher kinetic energy, reducing the residence time of the ions in the plasma.

When the hTISIS temperature was increased up to 300 ⁰C, the differences between injectors showed the same trend. However, the oxide ratios for each torch increased for higher axial positions. For the 1.0 mm injector, the CeO + ratio increased from 10 to 3 mm, reaching at this axial position a value close to 90%. When the 1.5 mm injector was used, the ratio increased below 7.5 mm and this parameter reached up to 30% for a 3 mm axial position. Finally, when the 2.5 mm was used in combination with hTISIS at 300ᵒC, the oxide ratio increased when the axial position was set below 5 mm, but in this case the CeO + ratio was lower than 2%, providing the best conditions in terms of oxide ratio. The observations made when hTISIS was heated at 300ᵒC agreed with the solvent transport efficiency increase caused by heating the spray chamber walls, that increased the amount of oxygen in the central channel of the plasma. In previous studies carried out with the hTISIS, it was demonstrated that the transport efficiency was near 100% under these conditions. 15,34 The CeO + radial profiles were also monitored when using the hTISIS at room temperature and at 300ᵒC. For the 1.0 mm and 1.5 mm injectors, the work with the hTISIS at room temperature, yielded a maximum in the CeO + ratio at the plasma central channel for the three matrices studied, thus revealing the plasma thermal degradation caused by the solvent reaching it at relative high kinetic energy. When hTISIS was heated up to 300ᵒC, the thermal degradation was more obvious, providing higher values of CeO + ratio. However, for the 2.5 mm injector, the CeO + ratio remained almost stable in the region from -1.0 to 1.0 mm, indicating that a more homogeneous plasma in terms of thermal stability was obtained and it was not significantly affected by the hTISIS temperature.

The Ce ++ ratio did not present clear trends depending on the plasma sampling zone.

The Ce ++ ratio was in between 0.5 and 6% depending on the matrix and hTISIS temperature, showing moderate values as compared to CeO + ratios, which reached values up to 90%.

The 36 Ar + intensity was also monitored for different sampling positions, the three injectors studied and the hTISIS operated both at room temperature and 300ᵒC

(Erreur ! Source du renvoi introuvable..b). This parameter is also an indicator of the plasma thermal state. The general trends were in agreement with those observed for CeO + ratio. The 36 Ar + signal increased as the injector diameter went up, thus providing a more robust plasma. Additionally, the 2.5 mm injector afforded an almost flat curve from 10 to 20 mm even when the hTISIS was heated at 300ᵒC, indicating the good plasma thermal stability when working under these conditions. When the injectors with inner diameters of 1.5 mm and 1.0 mm were used, the 36 Ar + intensity profile showed a peak at 19 mm and 22 mm axial position, respectively. 1.

Analysis of real samples.

The analysis of twenty alcoholic real samples (bioethanol and spirit beverages) was performed taking the ionic intensities at different regions of the plasma (i.e. different sampling zones) to demonstrate the application of the above drawn conclusions regarding matrix effects. The standards used were prepared in 25% ethanol (v/v) matrix using external calibration and the hTISIS at 300 ⁰C as a sample introduction system.

In order to check the extent of the matrix effects previously shown in this work, five different regions of the plasma were studied by modifying the axial and radial positions. Figure 7 shows the mean recoveries obtained for As (Figure 7.a), Cd (Figure 7.b), Co (Figure 7.c) and Ni (Figure 7.d) for twenty samples spiked at 100 ng mL -1 with the analytes gathered in Erreur ! Source du renvoi introuvable. The recoveries were calculated by means of the difference between the spiked and non-spiked samples. In all cases, the mean recovery was close to 100%. However, the dispersion of the results was completely different depending on the region of the plasma sampled. When those samples were analyzed under sampling positions where it has been demonstrated that matrix effects caused by ethanol content were significant, several samples provided recoveries far away from 100%. The plasma sampling zone where matrix effects were most significant corresponded to 10 mm axial position and 0.0 mm radial position, which was the default position for aqueous mode routine analysis. Under these conditions, the recoveries obtained for the twenty samples ranged from 30% to 130%.

However, when the same spiked samples were analyzed under optimum conditions in terms of matrix effects (i.e., axial position: 10 mm, radial position: -1.0 mm, see Figure 5.a), the recoveries for all the samples and analytes were between 80 and 115%, demonstrating that matrix effects were completely removed. According to This study highlights that results regarding matrix effects caused by ethanol, and its dependence on the plasma sampled zone, previously discussed (Figure 5) can be applied to the analysis of real samples.

Table 2 shows the found analyte concentrations for a set of twelve analytes in twenty real samples of bioethanol diluted 1:1 (v/v) with ultrapure water (six hydrated and non-hydrated bioethanol samples obtained from different raw materials) and spirit beverages (two vodka, three gyn, three whisky, one rum, one apple liquor, two white wines and two red wines). Distilled samples presented concentrations below the limit of quantification (LOQ) for almost all the analytes whereas wine samples, both red and white, presented relative high concentrations of several analytes, such as Mn, Fe, Zn, Rb and Sr. 3,7 These analytes and ranges of concentrations have been already

reported by other authors in previous studies. Additionally, the apple liquor appeared to be the spirit beverage with the highest concentrations of Fe and Cu. In the case of whisky, Cu was found at moderate concentrations. This element could be considered as a good indicator of the whisky production procedure because, traditionally, copper pot stills have been employed for the distillation. 35 

Conclusions

The use of the hTISIS for the direct bioethanol, wine and spirit beverages elemental analysis through ICP-MS equipped with a HMI device provides accurate results without the need for the addition of an oxygen additional stream. Thanks to the high temperatures of the sample introduction system, 100% analyte transport efficiency was reached irrespectively of the matrix sample, thus allowing external calibration based on the use of ethanol:water (1:4 v/v) standards. Furthermore, the ICP-MS sensitivity achieved under these conditions is high enough to perform trace elemental analysis.

Moreover, as it was previously demonstrated, 15 in order to improve the accuracy of the determination, it is necessary to deeply study the spatial distribution of ion cloud in the ICP-MS plasma. The obtained results demonstrated that taking the ionic signal at the plasma central channel did not provide accurate results.

Furthermore, the optimum plasma sampling zone in terms of matrix effects did not match with that in terms of sensitivity. Therefore, in order to achieve reliable data, it is mandatory to perform the optimization of the instrument in terms of lack of interferences rather than in terms of ionic counting.

By carefully selecting the right conditions for both aerosol transport, analyte ionization and plasma ion sampling as well as ion transmission, it is possible to achieve suitable data without the need for an auxiliary technique such internal standardization.

If required, an IS could be added to further improve the precision of the method. This fact makes ICP-MS to be considered as a robust routine analysis technique.
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  of the plasma sampled zone. Erreur ! Source du renvoi introuvable. plots the Irel values as a function of both radial (Erreur ! Source du renvoi introuvable..a) and vertical position (Erreur ! Source du renvoi introuvable..b) for the three different injectors used in this work. The main conclusion was that the beneficial role of the hTISIS as a system able to remove interferences at high chamber temperatures caused by ethanol depended on the injector used. Clearly, a 2.5 mm id injector favored the mitigation of these effects, because the Irel values were close to 1 regardless of the plasma sampled zone. In contrast, 1.5 and 1 mm id injectors made the extent of the
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 5 Figure 5. Effect of sampling region on matrix effects for the three injectors studied.
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 5 .b, matrix effects could also be removed for a 3 mm and 0.0 mm axial and radial positions, respectively (Figure 7.b for Cd, Figure 7.c, for Co and Figure 7.d, for Ni). Nevertheless, As (Figure 7.a) showed a different behavior at this plasma sampling region, providing recoveries up to 170%. This increase on As recovery was probably caused by the polyatomic interference by 40 Ar 35 Cl + , that could be removed due to the low residence time of the ions. This observation agreed with the trends observed for oxide ions (Erreur ! Source du renvoi introuvable..a).

Figure 7 .

 7 Figure 7. Recoveries obtained for twenty alcoholic beverages and bioethanol samples

  

Table 1 .

 1 Operating conditions of the ICP-MS system.

	19-mm id

Table 2 .

 2 Analyte concentration (µg mL -1 ) found in 20 real samples (bioethanol, wines, and spirit beverages) measured under optimum conditions in terms of matrix effects (axial position: 10 mm, radial position: -1.0 mm). Confidence levels for n=3 and α=0.05.

	Sample	V		Cr		Mn		Fe		Co		Ni		Cu	Zn		As		Rb		Sr	Cd
	Bioethanol 1 11.3 ± 0.9 <	LOQ	3.30	±	1.77	±	0.58	±	<	LOQ	< LOQ (2) <	LOQ	<	LOQ	<	LOQ	<	LOQ	<	LOQ
				(1.4)		0.12		0.19		0.12		(1.2)			(1.7)		(0.4)		(0.3)		(1.5)	(0.4)
	Bioethanol 2 1.86	±	1.9 ± 0.5	0.79	±	<	LOQ	<	LOQ	<	LOQ	< LOQ (2) <	LOQ	<	LOQ		
		0.03				0.09		(0.7)		(0.2)		(1.2)			(1.7)		(0.			
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Doubly charged ions and oxide ratios could be considered as indicators of the plasma thermal state. 33 The CeO + and Ce ++ ratios were obtained according to equation 2 and 3, respectively.

CeO + (%) = 100 • CeO + Ce + + Ce ++ + CeO + (Eq. 2)

Ce ++ (%) = 100 • Ce ++ Ce + + Ce ++ + CeO + (Eq. 3)

Effect of the extraction lens applied voltage. The effect of extract 1 and extract 2 voltages on CeO + and Ce ++ ratios was studied. Both extraction lenses did not play an important role on CeO + profiles, showing all the matrices and hTISIS temperatures CeO + ratios non-dependent on the extraction voltages applied. However, the Ce ++ ratio was more affected by the extract 1 voltage, providing lower values when positive voltages are applied to this lens. This observation could be associated to the different interaction of doubly charged Ce ions when a positive electric field was applied as compared to the lower repulsion forces suffered by the single charged Ce ions. When extract 2 was modified from -250 to -100V, no effect on the Ce ++ ratio was observed.

Effect of the plasma sampled zone on background, oxide and doubly charged ions.

Erreur ! Source du renvoi introuvable. shows the CeO + ratio (Erreur ! Source du renvoi introuvable..a) and 36 Ar + (Erreur ! Source du renvoi introuvable..b) axial profiles for the three different injectors used in this work using the hTISIS at room temperature and 300ᵒC. The CeO + ratio decreased with ethanol concentration as the percentage of
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